An evaluation of an automated radiographic table.
Results of an official field trial of an automated radiographic film-handling system for horizontal Bucky radiography without cassettes, complete with vacuum exposure magazine are reported. An integral tube stand may limit usefulness of the equipment; a fast film/screen combination and delayed film transport protects the x-ray tube. No film transport problems were found.